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1. Introduction 
1.1. Atomic force microscopy 
Atomic force microscopy is a powerful characterization tool for polymer science, capable of 
revealing surface structures with superior spatial resolution [1]. The universal character of 
repulsive forces between the tip and the sample, which are employed for surface analysis in 
AFM, enables examination of even single polymer molecules without disturbance of their 
integrity [2]. Being initially developed as the analogue of scanning tunneling microscopy 
(STM) for the high-resolution profiling of non-conducting surfaces, AFM has developed into 
a multifunctional technique suitable for characterization of topography, adhesion, 
mechanical, and other properties on scales from tens of microns to nanometers [3].  
1.2. The technique 
A schematic representation of the basic AFM setup is shown in Figure 1. Using atomic force 
microscopy (AFM), a tip attached to a flexible cantilever will move across the sample surface 
to measure the surface morphology on the atomic scale. The forces between the tip and the 
sample are measured during scanning, by monitoring the deflection of the cantilever [1]. 
This force is a function of tip sample separation and the material properties of the tip and 
the sample. Further interactions arising between the tip and the sample can be used to 
investigate other characteristics of the sample, the tip, or the medium in-between [4].  
1.2.1. Force between the sample and the tip 
To understand the mechanisms behind the interacting components in multi-component 
formulations, we have to take into account all the contributing forces. This is especially 
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important if a quantitative analysis of the interaction is required, like in the case of 
interactions between polymers and biological macromolecules [6]. The forces between 
the tip and the substrate have short- and long-range contributions. When measurements 
are performed, it is crucial that we can separate the contributions of various forces and 
eliminate the undesired ones. This ensures the measurement of desired sample 
properties only and makes further quantitative analysis possible [7]. In vacuum, 
chemical forces of very short range (less than 1 nm), electrostatic, magnetic and Van der 
Waals forces can be determined, while in air forces with longer range, which can be up to 
100 nm, cover them, making the measurements mostly qualitative [8]. At room 
conditions water moisture can condense on the tip, which is a source of capillary force. 
Capillary forces are relatively big and can cover the contributions of other forces; 
therefore they have to be avoided if possible. The latter is possible by measuring in 
special, water free conditions, like in a N2 or Ar atmosphere or in liquid environments. 
To represent forces on the atomic level, different potentials corresponding to changes of 
potential energy at various particle positions, are used. Known empirical models used to 
illustrate chemical bonds are the Lennard-Jones and Morse potential [9]. These models quite 
satisfactory fit the force regime curve shown in Figure 2, which represents the course of tip-
sample interaction. 
 
 
 
 
 
Figure 1. Schematical representation of the AFM. The image was reproduced with permission of C. 
Roduit [5]. 
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Figure 2. Force regimes governing the AFM measurement. 
1.2.2. AFM modes for polymer examination 
Many different variations of the basic AFM setup have been developed through the years of 
its use. Although most of them are applicable to all types of samples, not all yield the same 
amount and quality results. Proper use of these versatile measurement variations enables 
one to study and understand processes even at the fundamental, namely molecular level 
[10]. Considering various different samples, several modes have been developed and 
adapted to cope with the demand of field specific research [11]. In the scope of the next few 
paragraphs only some of the most popular will be presented. 
1.2.3. Contact mode 
Contact mode was the first developed mode of atomic force microscopy. In this mode, the 
tip is moving across the surface and deflects according to its profile (Figure 3). Two types of 
contact mode measurements are known, the constant force and the constant height mode. In 
the constant force type, a feedback loop is used to move the sample or the tip up and down 
and keep its deflection constant. The value of z-movement is equal to the height changes of 
the sample’s surface. The result of such measurement is the information about the surface 
topography. Since the tip is in constant contact with the surface, significant friction forces, 
which can destroy or sweep soft samples like polymers or biological macromolecules on the 
surface, appear [12].  
 
Figure 3. Schematic representation of the contact mode. The image was reproduced with permission by 
C. Roduit [5]. 
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The other type of contact mode AFM measurement is based on the constant height, while 
the forces are changing. In this case, the cantilever deflection is measured directly and the 
deflection force on the tip is used to calculate the distance from the surface. Since no 
feedback loop is required for this type of measurement, it is appropriate for quick scans of 
samples with small height differences (if height differences are big, the tip will very likely 
crash into the surface, by which it gets destroyed or damages the samples’ surface). With 
this type of measurements atomic resolution was achieved at low temperatures and in high 
vacuum. Such measurements are often used for quick examination of fast changes in 
biological structures [13]. 
1.2.4. Noncontact mode  
In noncontact mode, the sample’s surface is investigated using big spring constant 
cantilevers. The tip attached to the cantilever is hovering very close to the surface (at a 
distance of approximately 5-10 nm), but never gets into contact with it, hence the name 
noncontact mode (Figure 4). A major advantage of this mode is negligible friction forces, 
making this mode capable for measurements of biological and polymeric samples without 
alteration of their surface. The biggest drawbacks of this mode are low lateral and z-
resolution when compared to the contact mode. Recently it was used for characterization of 
single polymer chains [14]. 
 
Figure 4. Schematical depiction of the non-contact AFM mode. 
1.2.5.Amplitude. modulation mode or dynamic force mode 
This mode is often called the intermittent-contact or tapping mode and it eliminates major 
weaknesses of the noncontact mode (such as the low lateral and z-resolution). Instead of 
hovering above the sample, the cantilever vibrates above the surface and moves through the 
force gradient above the surface, during which it might momentarily touch the surface [15]. 
Due to interactions of the AFM tip with the sample surface, the amplitude of vibrations 
decreases and a phase shift occurs (Figure 5). We can choose either of these parameters 
(amplitude or phase shift) and keep it constant through the feedback loop by moving either 
the sample or the tip in z-direction. This gives us information about the surface topography 
similar to the contact mode. To measure in the amplitude modulation mode we need much 
stiffer cantilevers, which exhibit the smallest possible damping factors (this factor is 
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commonly referred to as the Q-factor) [16]. Amplitude modulation mode is the most often 
used AFM mode due to its high resolution, almost non-destructive nature of the imaging 
and its applicability in air and also in liquid conditions [17].  
 
Figure 5. Schematical representation of the amplitude modulation mode. Parts of the image were 
reproduced with permission by C. Roduit [5]. 
1.2.6. Force spectroscopy 
Force spectroscopy has proved to be one of the most promising techniques using AFM. In an 
AFM experiment, a tip is attached to a flexible cantilever, which is moved across the sample 
surface. During this procedure, the surface morphology is measured with a nanometer 
resolution. Upon contact with the sample surface, the tip experiences a force, which is 
monitored as a change in the deflection of the cantilever [18]. This force is a function of tip 
sample separation and the material properties of the tip and the sample and can be used to 
investigate other characteristics of the sample, the tip, or the medium in-between [4]. The 
procedure of an AFM force measurement is schematically depicted in Figure 6 and goes as 
follows: the tip attached to a cantilever spring is moved towards the sample in a normal 
direction, during this movement the vertical position of the tip and the deflection of the 
cantilever are recorded and converted to force-versus-distance curves, briefly called force 
curves [1].  
In the early nineties only skilled and specialized physicists were able to interpret the 
complex behavior, which occurs after an AFM tip gets close to a specific sample surface. But 
these days many more researchers try to explore these measurements to better understand 
mechanisms behind more and more phenomena. In addition to evaluation of interaction 
forces between the tip and model surfaces, AFM can also produce two-dimensional 
chemical affinity maps by modifying the cantilever tip with specific molecules [19]. In such a 
way, it is possible to characterize differently responding regions on the material’s surface, 
resulting in a better understanding and, consequently, application of the examined materials 
[20]. In this way even quantitative data can be gathered, which can be used to identify the 
forces involved in specific biological systems [21]. 
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Figure 6. A typical force curve. When approaching the surface, the cantilever is in an equilibrium position 
(1) and the curve is flat. As the tip approaches the surface (2), the cantilever is pushed up to the surface – 
being deflected upwards, which is seen as a sharp increase in the measured force (3). Once the tip starts 
retracting, the deflection starts to decrease and passes its equilibrium position at (4). As we start moving 
away from the surface the tip snaps in due to interaction with the surface, and the cantilever is deflected 
downwards (5). Once the tip-sample interactions are terminated due to increased distance, the tip snaps out, 
and returns to its equilibrium position (6). The image was reproduced with permission by C. Roduit [5]. 
Mapping chemical functional groups and examining their interactions with different 
materials is of significant importance for problems ranging from lubrication and adhesion, 
to the recognition of biological systems and pharmacy [22]. Changing environmental 
conditions during the measurement has also been extensively used to monitor changes in 
the interactions between different functional groups and surfaces to simulate the material 
behavior upon exposure to a real environment [23].  
2. Tip functionalization 
At the moment, one of the most promising AFM related techniques for polymer examination is 
surely the chemical force microscopy (CFM) [2, 24].  CFM enables the measurement of 
interactions appearing between polymer molecules or polymers, and different surfaces [23]. 
This additional information allows the prediction of final material characteristics based on the 
examined polymers, even before their finalization. Quantitative assessment of the involved 
forces and their extent makes it easier to choose the correct polymers for achieving desired 
interactions between the materials used in several different interest fields (adhesion, 
adsorption, repelling etc.). Multilayer polymeric materials are lately also the first choice 
materials for the preparation of modern wound dressings. When sticking together layers of 
different polymeric origins, their interaction gains importance regarding the behavior of the 
final product. A CFM experiment has to be conducted with specially designed tips, which for 
themselves act as chemical sensors. Success of such measurements is impossible without 
proper tips, so choosing the right ones is crucial in this regard. Many commercial ones are 
available at the moment, but only some exhibit characteristics that allow for a simple and 
repeatable functionalization. Whilst the functionalization of tips may seem quite easy during 
the first iteration, it quickly becomes clear, that a lot of chemical skills are needed to bind the 
right species to the right place in the desired amount [19]. Additionally a lot of statistical 
evaluation is needed in order to prove and evaluate the success of any attachment [25].  
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2.1. Polymers and AFM 
Polymers have found their way into all fields of science and industry over the last decades. 
Their potential applications range from binders in batteries [26] to composite materials in 
drug delivery [27]. Whilst the range of possible combinations between different monomers 
is endless, polymers found or based on natural polymers have recently become the subject 
of thorough research, once again [28]. Synthetic changes to their native structure make them 
even more appealing; especially cellulose derivatives exhibit a lot of potential for satisfying 
most industrial needs [29]. 
Within the field of polymer sciences, AFM has been used to quantify the entropic elasticity 
of single polymer chains[30], the elastic moduli of nanowires [31], single polymer chain 
elongation [32], molecular stiffness of hyperbranched macromolecules [33], friction of single 
polymers on surfaces [34], influence of temperature on the stability of single chain 
conformation [35], and surface glass transition temperature [36]. It has also been used to 
perform stretching experiments on single carboxy-mehtylated amylase [37], and to 
differentiate between sugar isomers [38]. 
2.2. AFM measurements in polymer science 
Recent progress in the understanding of the underlying mechanisms during AFM force 
measurements enabled thorough research of the interaction between different polymer 
molecules and the materials, with which these get in contact upon use. Such knowledge is of 
utter importance in the development stages of polymeric materials, because they allow 
prediction of materials behavior during use. The use of controlled environments during 
measurement enables the simulation of the exact conditions one desires, while the 
measurement in liquids allows measurements in even simulated physiological conditions, 
which is especially desired in the testing stages of drug delivery systems.  
Without proper experiment design, quantitative measurements using AFM are not possible. 
In this light several preparation steps have to be included in the planning phase of an 
experiment (Figure 7). On the following pages, we will explain them a little further and 
expand them with our own results and experiences. 
 
 
 
Figure 7. Schematical depiction of the necessary steps for successful AFM measurement. 
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2.2.1. Substrate preparation for AFM measurements 
Chemical force microscopy (CFM) was derived from AFM for the examination of interactions 
between different materials and even molecules by exploiting their chemical characteristics 
[39]. Quantitative assessment of such interactions can be used for identification purposes, for 
determination of compatibility between different materials to be put into one single final 
product, and to predict interactions with the target site in drug delivery systems [40]. 
CFM is best used with a defined experimental setup, comprising model surfaces, a 
controlled environment during measurements and materials of high purity. When using a 
high resolution technique like AFM, we have to be very careful not to confuse the 
information about the desired species with the substrate characteristics [41]. That is why 
atomically flat surfaces, apart from mica, which is commonly used for much longer, were 
introduced a couple of years ago, when researchers realized that not all of the data they 
gathered corresponded to actual species’ properties, but were in fact more related to the 
substrates’ characteristics [42]. Atomically flat surfaces are free of surface roughness and 
proper choice of an inert material for their preparation makes it possible to gather reliable 
high resolution data after desired sample attachment [43]. 
During our research we had to find the best possible technique to prepare such surfaces on a 
daily basis. Therefore we upgraded and combined different previous methods into one highly 
efficient preparation procedure, which enabled us to progress much faster in our experiments. 
A detailed explanation of this method can be found elsewhere [44], while a brief description is 
depicted in Figure 8 and goes as follows. Prior to any preparation steps, all used laboratory 
accessories were cleaned in a multi-step procedure, combining different chemicals, to assure 
extreme cleanliness. In the next step, high-grade mica was coated with gold of high purity. A 
two stage heating/annealing step was introduced afterwards, which yielded atomically flat 
gold terraces of sizes in the range from a couple hundred nm to 2 microns.  
 
Figure 8. Scheme of the annealing procedure with corresponding photographs. The initial cleaning step 
comprises three passes of the gold coated mica piece through the hydrogen flame [44]. 
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The value of such substrates cannot be evaluated without their inclusion into sample 
preparation. In our case, we tested them by preparing a sample with attached carbon 
nanotubes. If their morphology has to be evaluated, we have to use flat surfaces, which do 
not temper their actual properties, measured on the nanoscale. In our study, the substrates 
and samples were evaluated using two different types of microscopy, namely the scanning 
electron microscopy (SEM) and AFM. Figure 9 shows the improvement from not annealed 
to annealed surface with attached test molecules.  
 
Figure 9. Progress from non-annealed gold-coated mica to the actual sample preparation and 
examination.  
2.2.2. AFM tip functionalization for chemical sensing 
Specific interaction mappings and identification of mechanisms behind processes require tip 
functionalization, which turns AFM cantilevers into chemical sensors. Depending on the 
degree of surface coverage with newly added functional species on the tip surface, one can 
measure even single molecule interactions. Such high resolution is desired, when 
interactions between biomolecules are tested, especially when novel drug targets are being 
investigated. Tip functionalization depends on the tip composition and on the desired 
functional groups, which in turn serve as anchoring points for more specific chemical 
sensing. Especially useful is CFM during the development of multilayered materials, which 
are commonly exploited in wound dressing preparation. The heterogeneity of the 
commonly used materials for this cause renders the preparation of their surfaces to stick 
together upon application on the wound, a tough job. CFM is capable of delivering such 
information in vitro. In our group, we introduced several ways of tip functionalization, 
which enable CFM measurements.  
There are different types of commercially available AFM tips. We mostly use tips from two 
different groups. In the first are silicon-based tips, which can be functionalized in two step 
procedures. The first step involves the introduction of functional groups, which can serve as 
non-specific chemical sensors on their own. The second step adds specificity to them by 
binding desired molecules to these anchoring points, which serve as efficient sensors of 
desired species. In the second group are tips, which are coated with different coatings, 
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which enable superior measuring capabilities, but on the other hand require different 
chemical means to transform them into chemical sensors. From this group, we use gold 
coated AFM tips the most, because of their relatively simple functionalization options, 
whilst bi-functional molecules, bearing on one end thiol moieties, which are known to stick 
to gold and on the other the desired species. Schemes of both mentioned preparation 
procedures are shown in Figure 10. 
 
Figure 10. Schematical depiction of the AFM tips functionalization procedures: a) functionalization of 
silicon-based tips and b) functionalization of gold-coated tips [45].  
Such custom made AFM tips serve as ideal chemical sensors for many different applications 
[23]. As mentioned before, functionalized AFM tips can be divided into two groups, 
differing by the extent of their specificity towards certain chemical species. In one of our 
studies, we prepared functionalized AFM tips with several different functional groups [45] 
and showed how differently they interact with a model surface. By this, we have proven 
that the functionalization actually resulted in different surface functional groups and how 
this successful functionalization can be confirmed by using AFM. Figure 11 shows some of 
the results of our measurements with corresponding SEM micrographs. A clear distinction 
between tips with different functionalizations can be observed.  
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Figure 11. Scheme of the functionalization process with the corresponding results: a) SEM micrograph 
of nonfunctionalized AFM tips, b) SEM micrograph of an AFM tip after functionalization and c) 
different forces as measured with the non- and functionalized AFM tips [45]. 
Our results suggest that by employing some alterations to the known functionalization 
procedures, we are now able to attach different functional groups to the tip surface, thus 
providing numerous possibilities for the further attachment of a wide variety of different 
species. All used procedures resulted in mainly decorating the edge of tips, leaving the 
surroundings almost as clean as before the functionalization. In this way, there is no 
decrease in the response of the AFM feedback system and therefore no resolution is lost. 
2.2.3. Relationship between the polymer exposure to a specific environment and its function 
Miniaturization demands and the characteristics of specialized AFM measurements are the 
origin of an increasingly more and more important field of cantilever biosensing. This 
technique enables the determination of material and molecule behavior upon exposure to a 
desired environment in vitro, and by this contributes to a decrease of overall development 
costs for modern drug delivery systems with targeted capabilities. The main research fields, 
which gained the most from this technique over the past years, are pharmaceutical 
technology (measurements in simulated body fluids and in vitro detection of interactions 
between different components in complex formulations [3]), supramolecular chemistry (real 
time follow up of formation of self-assembled monolayers [46]), biochemistry (simulating 
the binding of drugs to their targets [6]), and microbiology (measurements of interactions 
between materials and bacteria [47]). 
Our main interest in this field was the evaluation of materials performance after different 
exposure times in simulated physiological environments. As a consequence of the 
products we develop (mostly materials for use in preparation of advanced wound 
dressings), we tried to simplify the testing environments to simple physico-chemical 
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parameters, which enable logical correlation with the results of AFM force spectroscopy 
[48]. Accessible in vitro testing of material response to environments similar to the ones 
during their use is of high importance for modern product design. Wound dressing 
development is not different. Several different polymer based materials are used in this 
field and combinations of them are often found in the most advanced products. Cellulose 
derivatives are by far the most spread materials for development of all kinds of plasters, 
bandages, gauzes etc. Because we are also focused on the development of different 
products made of cellulose derivatives, we tried to extend our understanding of their 
behavior in different environments, to better predict and more efficiently choose the right 
derivate for the desired purpose. 
In light of the mentioned facts, we designed an experimental setup, which serves as the 
platform for such testing. To be reproducible, effective and to allow proper evaluation, it 
had to be simplified as far as possible. It consists of a model surface (atomically flat silicon 
wafer), two different polymer molecules (carboxy methyl cellulose and amylose) and 
solutions exhibiting different pHs and ionic strengths. The setup is schematically depicted in 
Figure 12. 
 
Figure 12. Scheme of the used procedure for evaluation of forces in different environments. This figure 
is partly reproduced from [48]. 
Force spectroscopy has proven to be a perfect method for assessing any interactions over a 
wide range of environmental conditions, especially in liquid media. The latter is especially 
important because capillary forces, if present (as in measurements in air), are capable of 
hiding smaller interaction contributions. Our research was focused on finding a reliable 
method for determination of environmental influences of polymer materials after exposure 
to a healing wound. During the healing process several physico-chemical parameters of the 
wound exudates change. While not all can be easily simulated, we tried to reproduce 
conditions, which are known to have a bigger implication on exposed materials, namely the 
pH and ionic strength. Both can induce structural changes in the polymeric chains, which in 
turn causes different behavior and material stability.  By simplifying the setup to only two 
changing-parameters separately, it was possible to show that our proposed technique could 
serve as a good platform for assessing any changing wound-environment during healing. 
Some of our results are shown in Figure 13. A more detailed explanation of the 
measurement results can be found elsewhere [48]. 
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Figure 13. Force spectroscopy results for the measurements in two solutions with different pHs. TOP: 
retract force curves for amylose at two different measurement durations with two pHs, BOTTOM: 
retract force curves for carboxymethyl cellulose at two different measurement durations with two pHs. 
The results are reproduced from article [48]. 
2.2.4. Force spectroscopy as the source of quantitative information 
One of the greatest contributions of AFM to scientific community in the last decade is its 
ability to probe interaction forces between different species (surfaces, molecules, functional 
groups) on a quantitative basis [49]. Many researchers know that quantitative interaction 
mappings between species, interacting in real systems, are the basis for the comprehension 
of their appearance. AFM force spectroscopy yielding information about single molecules 
interactions was used for several important discoveries. For example, Allison et al. 
measured forces between adenine coated AFM tips and thymine coated surfaces, which led 
to the development of a methodology to study the required forces for unraveling 
immunoglobulin [50]. Several other research groups used the same type of experiment 
(attachment of specific molecules to the AFM tip edge to probe the interaction with a 
desired surface) to gain interaction mappings, which they used as the basis for 
understanding of processes on the molecular scale [51].  
The mechanisms behind appearing interactions between surfaces are of utter importance for 
many research areas, ranging from the development of polymers for protective films to 
preparation of implants for medical use [52]. Quantitative assessment of these mechanisms 
can be used in many ways. For example, it can act as the input data for sophisticated 
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modeling of polymer behavior [53], it can lead to understanding of processes on the 
molecular level, by which novel drugs can be developed or pathological factors filtered out 
several stages earlier in the development of a disease [54] or it can be used as the input data 
for the design of novel drug delivery systems, by which the development of such gets 
cheaper and less time consuming [55]. 
In our case, we wanted to understand a process, involved in the working process of Li-ion 
based battery system. Such systems comprise several components, which are connected into 
a sort of net via polymers, which act as the binding material [56]. Although such systems do 
not comprise a lot of different components, are the present ones not easy to include into 
calculations either due to their complex molecular structure or due to the fact that their 
morphology is not the same throughout the whole material.  Therefore we had to develop a 
novel methodology of data assessment and analysis, which enables us to get more insight 
into the ongoing reactions during the preparation of this material [57]. The latter serves as 
the basis for the prediction of the loss of initial characteristics during prolonged use (the 
durability). By this we were able to show what binding occurs in the material, and how to 
correlate such data with the choice of binding material. The developed methodology is 
shown in Figure 14. 
 
Figure 14. LEFT: typical force curve (black – approach curve, red – retract curve); RIGHT: typical plot of the 
extracted parameters as a function of measurement duration (approach labels were removed to increase 
plainness of the scheme). Reproduced with permission of the Royal Society of Chemistry from [57]. 
Upon introducing measurements with different durations and the final extraction of four 
parameters form the force curves, we were able to first define both borderline scenarios, 
namely the case, where a covalent bond occurs and the other, where the bond type is 
reversible. The next experiment was carried out at conditions, which are known to be present 
during the material preparation. After the comparison of this set of measured data with the 
previously taken ones, we found a remarkable similarity for three of the four extracted 
parameters. Due to the fact that the similarity was highly pronounced and due to the fact that 
other publications suggest the same, we are certain that the bond type in the examined 
material between the used binder molecules and the silicon particles is covalent. Some of the 
results are depicted in Figure 15, while a more detailed version can be found in our article [57]. 
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Figure 15. Plots of extracted data (determination procedure shown in Fig. 2.) for the measurements 
performed in water. The plots respectively show the results for four chosen parameters of each force 
curve taken for four different functionalization types: a) approach forces, b) approach ranges, c) retract 
forces and d) retract ranges vs. measurement duration. Reproduced with permission of the Royal 
Society of Chemistry from [57]. 
Such an approach is certainly not limited for the present study, but is a very good method 
for all other samples, where either by theory or experiment, no unambiguous data can be 
obtained. Additionally it can be used also for more complex molecules, where direct 
measurements cannot result in quantitative data or bond type confirmation. The latter is 
especially important in testing of polymeric materials for medical use, where the bond type 
between material and tissue is of high importance for the actual outcome of the healing 
process.  
3. Further research 
Probably the most advanced study with an AFM is the examination of single molecule 
behavior in its natural environment. AFM was proven as the perfect tool for identification 
and characterization of single polymer chains [35]. Our future efforts will be in conducting 
measurements on single polymer chains, compare them with results of other mechanical 
methods and finally try to correlate both sets of results with the final polymer material 
characteristics. If successful, we will be able to design and predict several novel materials, 
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with a far greener and cheaper approach, which is the result of a drastically reduced number 
of needed experiments for desired material preparation. Our goal is to define methods, 
which enable effective correlation of easy obtainable laboratory data with final products 
characteristics even in the development stages. 
4. Conclusion 
The present chapter introduces some basic concepts of AFM measurements on polymers 
and explains the most used modes for their examination. Our own results are added at 
sections, where our knowledge represents good ground knowledge for other researchers to 
examine their own materials. The chapter is divided into sections, which follow the steps, 
needed for a thorough, and more importantly a correct analysis. Nearing the end of the 
chapter the complexity increases, which climaxes in the future research section, where our 
efforts lie at the moment.   
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